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WATER, AIR, SUCTION, WASTE AREA

INSTALATION PLAN UNITU SLOVADENT OPTIMAL 

CYSY 3x1,5 mm2

Canalization PVC 40 mm

WATER 3/8"
ELECTRONIC 

AREA AIR  from compressor
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CYSY 2x1,5 mm2 signal to suction pump 

Suction PVC 40 mm

FOR PC cable PVC 50 mm

FIXING THE EQUIPMENT TO THE FLOOR


